Introduction
The stable isotope composition of oxygen (d 18 O) and hydrogen (d 2 H) in xylem water is widely used as a tracer for the study of plant and fungi water uptake and redistribution (Ehleringer & Dawson, 1992; Dawson, 1996; Warren et al., 2008; Lilleskov et al., 2009; Dawson & Simonin, 2011; Moreno-Guti errez et al., 2012; Prieto et al., 2012; Palacio et al., 2014a; Treydte et al., 2014) . Recently, the widespread use of isotope-ratio mass spectrometry (IRMS) technology for measuring water isotopes has been challenged by the development of isotope-ratio infrared spectroscopy (IRIS). IRIS methods provide isotopic compositions of water samples by spectroscopy, taking advantage of the different absorption spectra of water isotopologues in the gaseous phase (Lis et al., 2008; Gupta et al., 2009 O with an accuracy comparable to IRMS, at least when analysing pure water (Lis et al., 2008; Brand et al., 2009; Gupta et al., 2009; West et al., 2010 West et al., , 2011 . IRIS, unlike IRMS, does not need the prior chemical equilibration or conversion into elemental constituents that often limits precision (Brand et al., 2009; Schultz et al., 2011; Schmidt et al., 2012) . IRIS also offers other advantages such as lower cost, easier installation and maintenance, and higher portability (Berman et al., 2009; Brand et al., 2009; Gupta et al., 2009; West et al., 2010; Johnson et al., 2011; Schmidt et al., 2012) .
However, some organic contaminants significantly interfere with the water-isotope spectrum in IRIS analyses (Brand et al., 2009; West et al., 2010 West et al., , 2011 . Organics are broadly found together with water in plant and soil samples, and cryogenic distillation -which is the most common method for extracting water from plant and soil matrices -frequently co-distils them. The magnitude of the error caused by organic interference is not only proportional to the amount of contaminant, but also depends on its spectral properties; for some compounds, the associated analytical errors may become unacceptable even at very small concentrations (e.g. < 0.1% for methanol; Brand et al., 2009) . By contrast, the magnitude of the errors associated with contaminants in IRMS depends on the mass-balance contribution of the contaminant to the pool of H and O atoms in the sample. Hence, substantial errors can only be expected for IRMS if the concentration of the contaminant is high and/or the isotopic composition of the organic compound differs markedly from that of water (Brand et al., 2009; West et al., 2010) .
IRIS manufacturers have developed software applications that can identify and flag potentially contaminated samples, such as Spectral Contamination Identifier (Los Gatos Research, Inc., Mountain View, CA, USA) and ChemCorrect TM (Picarro Inc ., Santa Clara, CA, USA). ChemCorrect TM first compares the measured spectral profile of the sample with that of small molecules such as methane and methanol contained in its library. If the profiles match, the compound concentration is calculated. Then the software uses a set of quantitative spectral indicators (mainly spectral baseline and slope) to generate information about larger organics, such as ethanol and other alcohols, included in a 'C 2+ alcohols' pool (Picarro, 2010; Richman et al., 2010) . Thus, a set of organic-corrected spectra is currently available for post-processing correction in the raw data files of L1102-i and L2120-i models. Later Picarro models (L2130-i and L2140-i analysers) do not include this information in the raw data files, but a new post-fit correction for these models is expected to be released in the future (Picarro development team, pers. comm.) . The protocol for deriving corrected isotopic values from the spectral data is available for registered users in the Picarro forum. However, it has not been extensively validated due to limited accessibility and, therefore, has not been widely used to date.
More recently, Picarro Inc. has developed the Micro-Combustion Module TM (MCM) to remove organic compounds contaminating water samples using high-temperature oxidation (Picarro, 2012; Saad et al., 2013) . Briefly, once a sample is evaporated the entire gaseous phase is swept in a carrier gas across a heated metal catalyst wherein oxidation efficiently converts the organics into minute quantities of CO 2 and nascent water. This procedure is expected to eliminate most common alcohols and other plant contaminants of low molecular weight, including multicomponent mixtures of alcohols and terpenes, and green-leaf volatiles. Its optimal efficacy is claimed to be achieved for samples containing total organics at concentrations < 0.5%; complete elimination at higher concentrations is not entirely guaranteed. However, the effectiveness of the MCM pre-treatment and postprocessing corrections in soil and xylem samples still requires full testing.
We present here the first evaluation of the performance of the MCM using an array of soil and xylem samples from a wide range of sites and species; these results are compared with standard IRIS analyses without the MCM installed. We also present the first validation of a post-processing method, based on ChemCorrect TM post-fit spectral information, to reduce the effects of organic contamination on water isotopic analysis. Both MCM and post-processed values are validated in field-collected samples against IRMS, and further tested by using a set of standard dilutions of two representative contaminants (methanol (MeOH) and ethanol (EtOH)).
Materials and Methods

Sample collection and water extraction
We tested 136 samples from 26 species (xylem samples) and 8 sites (soil samples). The samples were collected from a range of Mediterranean-type ecosystems in Spain and the USA (Table 1) following the same standard procedure (Moisture Isotopes in the Biosphere and Atmosphere (MIBA) protocol from International Atomic Energy Agency (IAEA), available at http://www-naweb.iaea.org/napc/ih/IHS_resources_miba.html). The species belonged to 13 families, which were subsequently used as main taxonomic units. Sunlit twigs were harvested near midday, bark and phloem were removed, and the xylem was immediately sealed in glass vials (air-tight tubes, Duran GL-18, Duran Group GmbH, Mainz, Germany). Soil samples from different depths were simultaneously collected and were also rapidly sealed in glass vials. The samples were placed on dry ice in the field and kept frozen until processing.
The extraction of water from the soil and xylem samples was performed by cryogenic vacuum distillation (Dawson & Ehleringer, 1993) . Samples from the Iberian Peninsula were processed at the Department of Crop and Forest Sciences, Universitat de Lleida (Spain). The extraction system consisted of 10 sample tubes connected with Ultra-Torr TM fittings (Swagelok Company, Solon, OH, USA) to 10 U-shaped collection tubes specifically designed for this system. The sample tubes were submerged in mineral oil at a constant temperature (110-120°C) to evaporate water and the U-tubes were cooled with liquid nitrogen to condense the water vapour. The extraction system was connected to a vacuum pump (model RV3; Edwards, Bolton, UK) to guarantee the flow of water vapour from the sample tubes to the collection tubes and to prevent contamination with atmospheric water vapour. The entire system maintained constant vacuum pressures of c. 10 À2 mbar. Distillation of samples collected in the USA were conducted at the Center for Stable Isotope Biogeochemistry at the University of California, Berkeley, CA, USA, using the same procedure but with a slightly different design (Goldsmith et al., 2012) .
Ethanol-and methanol-water mixtures
In order to determine the influence that organic contaminants may have on the analysis of isotope ratios of water using either IRIS or IRMS, we prepared a set of mixtures with different concentrations of two organic compounds, EtOH and MeOH, representative of broadband (baseline) and narrowband spectral interference, respectively (Schultz et al., 2011; Leen et al., 2012) . The mixtures were used as known 'reference' samples by mixing EtOH or MeOH with water of known isotopic composition (d 18 O = À9.48&, d 2 H = À65.05&). EtOH was mixed with water at concentrations of 0.5, 1, 2, 4 and 8% and MeOH at 0.1, 0.2, 0.4, 0.8 and 1.6% (v/v). An additional set of dilutions was prepared combining both compounds at two concentrations (2% or 8% EtOH with 0.4% or 1.6% MeOH). The same set of mixtures was used to fit linear regressions for (1) predicting the error associated with varying contaminant concentration, as proposed in earlier studies (Brand et al., 2009; Schultz et al., 2011; Leen et al., 2012) , and (2) estimating MeOH-equivalent and EtOHequivalent concentrations in natural samples. For this purpose, we took the unitless contaminant levels determined by ChemCorrect TM and identified as 'ORGANIC_MEOH_AMPL' (for MeOH) and 'ORGANIC_BASE' (for EtOH) in the raw output files (.csv).
Isotopic analyses
We analysed the water isotopes from the xylem and soil samples and from the standard dilutions by IRMS and IRIS. Isotopic ratios were expressed relative to an international standard (VSMOW, Vienna Standard Mean Ocean Water) 18 O. In the chromium combustion method (3), microlitre quantities of water were injected into the H/Device and reduced to H 2 gas. The 2 H/H ratio of this gas was measured by the coupled Delta Plus mass spectrometer. The precision for this method was c. 0.80& for d 2 H.
IRIS methods
The IRIS analyses used L2120-i and L1102-i isotopic water analysers (Picarro Inc.) available at the Serveis Cient ıfico-T ecnics of the Universitat de Lleida (Lleida, Spain) and at the Center for Stable Isotope Biogeochemistry of the University of California (Berkeley, CA, USA), respectively. The L2120-i was coupled to an A0211 high-precision vaporiser, and the L1102-i was coupled to a V1102-i vaporisation module. One microlitre of water was injected into a vaporisation chamber, and the vapour was then passed into an infrared absorbance cavity. The hydrogen and oxygen isotope ratios were calculated by measuring the decay time of laser light at specific wavelengths in the cavity and by reference to the absorption peaks of the three most abundant isotopo 
Micro-combustion module
After the analysis of water samples with both L2120-i and L1102-i using default settings, the MCM was installed to reanalyse a subset of 79 samples representing most plant species and soil samples. The MCM was integrated in-line between the Picarro A0211 vaporiser and the L2120-i at the Serveis Cient ıfico-T ecnics of the Universitat de Lleida. Samples with a small amount of water available after long-term storage were discarded to avoid potential fractionation effects.
Spectral analysis of IRIS data: ChemCorrect TM and postprocessing correction A first quality assessment of the spectral IRIS data was made by running the PostProcess ChemCorrect TM v1.2.0 (Picarro Inc.) with the 'chemcorrect_inst avg_orgeval_06.csv' instruction file. This software does not perform corrections on contaminated data but instead assigns metrics describing the magnitude of the contamination and its potential source. The software also includes flagging indicating the degree of potential contamination by a colour code: green for uncontaminated samples, yellow for possibly contaminated samples (i.e. warranting further attention) and red for highly contaminated samples (i.e. designating unreliable results).
As The values for slope and offset can be found in the file 'Picarrocrds.ini' for Picarro L11xx-i units, and the files 'InstrCal_Air.ini' or 'InstrCal_N2.ini' (using either dry air or N 2 as carrier gas, respectively) for L21xx-i units. After including these formulae in a custom-made Excel spreadsheet, we ended up with two columns with the pre-existing uncorrected values (labelled as 'd(18_16)Mean' and 'd(D_H)Mean' in the original .csv file), plus two new columns of post-processed values. In both cases, calibration was then performed by fitting a linear regression to two sets of three internal laboratory standards included in each batch, using the same custom-made Excel spreadsheet. It should be noted that we did not use the results from the calibration procedure included in ChemCorrect TM , because this could only be applied to the original, uncorrected values.
Data analysis
Differences between IRMS, uncorrected IRIS and post-processed IRIS measurements were estimated using mixed models based on Restricted Maximum-Likelihood (REML) estimations for both d 18 O and d 2 H (a = 0.05). Type of analysis (IRMS, IRIS uncorrected, IRIS post-processed, MCM and MCM plus postprocessing), type of sample (plant family or soil) and their interaction were considered as fixed factors, whereas species within family and sample ID were taken as random factors. The effectiveness of the different methods in field-collected samples were assessed by the determination coefficient (R 2 ) of the linear regression between IRIS and IRMS values, and the root mean square error (RMSE), calculated as follows:
(Y IRIS and Y IRMS , measured IRIS and IRMS, respectively; N, number of samples). Hence, we assumed that IRMS provided 'true' values and also uniform results across IRMS methods. Indeed, a previous study (West et al., 2010) (Wassenaar et al., 2014) ). However, because in our study we compared amongst different methods and different laboratories, and not against a reference value, we considered it more informative to use a broader threshold as primary assessment. In any case, in order to overcome the limitations associated with the use of arbitrary thresholds to identify a proper methodology, we also assessed the distribution of errors among the samples using a histogram with 0.2& and 2& classes for d 18 O and d 2 H, respectively. Statistical analyses were performed with JMP Pro 11 (SAS Inc., Cary, NC, USA).
Results
Effect of contaminants on water isotopic composition and correction methods: ethanol-and methanol-water mixtures Table 2 shows the range of deviations of IRIS and IRMS values from IRMS analysis of pure water (used as reference value) for the set of mixtures (all raw isotopic data is also available in Supporting Information Table S1 ). The errors associated with mixtures at different MeOH and EtOH concentrations are shown in Fig. 1 (Fig. 1) . The removal of organic interferences by the MCM improved the accuracy of IRIS values for both isotopes in the MeOH dilutions for contaminant concentrations up to 0.8%, but for EtOH dilutions the MCM tended to produce larger errors than the nontreated IRIS for concentrations ≥ 2%. In mixed dilutions, the MCM was clearly influenced by the quantity of EtOH at equal MeOH concentrations (Fig. 1) . The effect of small amounts of residual MeOH after MCM pre-treatment in the highest concentration levels was generally corrected by post-processing, but the treatment of EtOH produced overcorrected values (Fig. 1) .
Effect of contaminants on water isotopic composition and correction methods: natural samples
We found significant differences in isotopic compositions between uncorrected IRIS and IRMS values for the complete set of 136 samples analysed (Table 3 , see raw isotopic data in Table  S1 ). The maximum discrepancies between methods were À17.25& ( (Fig. 2c,d) .
Considering only the subset of 79 samples reanalysed with the MCM, we also found significant differences in isotopic compositions between uncorrected IRIS and IRMS values (Table 3) Table 2 ). In this regard, there were no significant differences between the pre-treatment and the software correction methods, both being statistically equivalent to IRMS. Besides, we also did not find significant differences between post-processing correction after MCM operation (IRIS plus MCM post-processed) and the other combinations (IRIS post-processed and IRIS plus MCM alone) (Table 3) . However, the MCM pre-treatment produced a larger number of samples having systematic positive errors (although still within MAB 
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New Phytologist limits) than the post-processing correction (Fig. 2e,f) , resulting in a histogram clearly biased towards positive values, particularly for d 18 O. For the MCM with post-processing, the differences in isotopic compositions between IRIS and IRMS were slightly higher than those without post-processing, but in the range of the other two combinations, with 10% (d 18 O) and 6% (d 2 H) of samples outside the MAB and similar positive bias (Fig. 2g,h) . ('ORGANIC_BASE' column) produced very similar results (data not shown). Figure 3(a,b) compares IRMS and IRIS values (before and after post-processing correction) for the entire dataset (n = 136). Goodness-of-fit statistics (R 2 and root mean square error, RMSE) of the linear regressions between IRIS and IRMS indicated that the post-processing correction eliminated most discrepancies due to organic interference, even for highly contaminated samples. 
Relationships between IRMS-and IRIS-based approaches for stable isotopes in water
Elimination of contaminants by the MCM
We found a strong correspondence between known alcohol concentrations and ChemCorrect TM quantification values for MeOH (R ² = 0.99) and EtOH (R ² = 0.99). In our set of mixtures, 1% MeOH corresponded to c. 0.1 units in the 'ORGANIC_MEOH_AMPL' column and 1% EtOH corresponded to c. 245 units in the 'ORGANIC_BASE' column. We applied these equivalences in order to compare the effectiveness of the MCM in removing contaminants from alcohol-water mixtures and natural samples. Mean values for equivalent MeOH and EtOH (%) concentration for each family and ChemCorrect TM flagging category are shown in Fig. 4 . Equivalent MeOH concentrations in samples ranged from 0 to 0.06% for xylem water, and from 0 to 0.32% for soil samples; equivalent EtOH concentrations ranged from 0 to 6.7% in the xylem, and from 0 to 0.03% for soil samples. These values were within the range of the set of standard dilutions (0.1-1.6% for MeOH and 0.5-8% for EtOH). MeOH was nearly completely eliminated by the MCM in both the natural samples and the set of mixtures; the estimated maximum residual concentration was 0.01% for samples and up to 0.09% for 1.6% MeOH dilutions. By contrast, the MCM was more effective at removing the EtOH from the artificial mixtures than at eliminating C 2+ alcohols in soil and xylem samples. Despite having higher initial concentrations, the residual EtOHequivalent concentration was about one order of magnitude lower in the mixtures (mean 0.016%, maximum 0.03%) than in the samples (mean 0.17%, maximum 3.9%; see Fig. 4 ). The higher residual concentrations in samples, however, did not produce higher deviations from IRMS values (compare Fig. 1 for artificial mixtures with Figs 5, and 6 for the natural samples). 
Contaminant effects among plant families
Discussion
A simple IRIS post-processing reduces contaminant interference
As previously reported, the isotopic composition of some natural samples analysed by IRIS showed strong negative deviations from IRMS values (Brand et al., 2009; West et al., 2010 West et al., , 2011 Zhao et al., 2011; Schmidt et al., 2012) . Differences were particularly high for soil samples as compared to other studies (West et al., 2010; Zhao et al., 2011) , being in the range of previously published values for xylem samples (West et al., 2010 (West et al., , 2011 Zhao et al., 2011; Schmidt et al., 2012) . Nevertheless, it should be noted that the most contaminated samples (differences < À2& in d
18 O) corresponded to downhill and valley-bottom soils in a gypsum-rich area, characterized by the accumulation of solutes and mineral nutrients, contrasting with the limited nutrient availability at the top of the hills (Guerrero-Campo et al., 1999; Palacio et al., 2014b) . Hence, the potential interference of electrolytes in soils with IRIS measurements may require a more detailed assessment.
The post-processing correction proposed by Picarro strongly reduced the effects of contamination, even in cases of heavily contaminated samples. As expected, the correction limits for MeOH were relatively low due to its strong spectral interference (deviations were within MAB up to concentrations of 0.4% and 0.1% MeOH for d
O and d
2 H, respectively). Conversely, the deviation of corrected values was below the MAB even at the highest tested concentration of EtOH (8%). For xylem and soil samples, the post-processing correction reduced the discrepancies between IRIS and IRMS from RMSEs of 2.42& to 0.42& for d
18 O and of 18.46& to 3.95& for d 2 H, and reallocated > 70% of highly deviating samples within MAB limits. A closer look at the error distribution (Fig. 2c,d ) does reveal a positive error bias of c. 0.2& for d
18 O and 2& for d 2 H. However, this bias is within the range of the expected additive effect of laboratory uncertainties and potential sample alteration during transport and storage. In fact, we also found slightly positive differences between IRIS and IRMS for the pure water samples used for the set of alcoholwater mixtures (up to +0.36& for d
18 O, and +0.89& for d 2 H; see Fig. 1 ). In this regard, our results not only show the potential of post-processing correction methods as a way to solve contaminant issues for IRIS, but also encourage a more exhaustive assessment of their accuracy, for example following the robust procedures of global inter-laboratory tests.
MCM: effectiveness and limitations
An overall reduction in the maximum differences between IRIS and IRMS values in the natural samples was obtained with the MCM in operation, even for highly contaminated samples. The RMSE decreased to 0.54& for d 18 O and 3.52& for d 2 H. More than 75% of samples initially placed outside the MAB fell within this threshold after using the MCM. The post-processing correction and the MCM were generally equally effective for d 18 O analysis in the presence of MeOH contamination, but the postprocessing correction was less precise for d 2 H (Table 4) . Indeed, when methanol was the main contaminant (as in methanol-water mixtures and in contaminated soil samples; Fig. 4a ), MCM seemed to outperform the post-processing correction (Figs 1, 5b,c, 6b,c) . By contrast, the post-processing correction was consistently more effective than the MCM at removing errors associated with C 2+ alcohols such as EtOH (see Fig. 1 ). Furthermore, using the MCM a substantial proportion of samples showed positive deviations between 0.4& and 0.8& for d
18 O, and between 2& and 6& for d 2 H . (Fig. 2e,f) . This positive bias is likely to be a collateral effect of the contaminant removal. MCM oxidation converts organic compounds into CO 2 and nascent water by using an air carrier gas supported by ambient O 2 . For each EtOH molecule, the MCM generates three water molecules that mix with the water in the sample. In this reaction the hydrogen atoms originate from the alcohol, whereas the oxygen mostly comes from the carrier gas (d 18 O air = +23.8 AE 0.3&; Coplen et al., 2002) . If the alcohol content in the sample is sizeable, the MCM significantly alters the isotopic signature of the water in proportion to (1) the relative mass contribution of the hydrogen and oxygen atoms of the sample water and that of the water formed through chemical oxidation of alcohols, and (2) their corresponding isotopic signatures. Our results were consistent with this expectation, with more biased values for d
18 O than for d 2 H analysed by the MCM in comparison to IRMS, due to the very positive oxygen isotopic composition of air. Large errors can consequently be generated at high concentrations of organic contaminants in the samples because the oxidation process adds new water molecules to the water pool, despite effectively reducing spectral interference. We would thus recommend post-processing correction instead of MCM operation when analysing samples of unknown composition or with expectedly high concentrations of EtOH and longer-chain alcohols.
The MCM nearly completely eliminated MeOH and EtOH from the artificial mixtures, but was less effective at removing the C 2+ alcohols pool from natural samples (presumably including ethanol derived from anaerobic metabolism, terpenols and other volatiles; see references in Niinemets & Monson (2013) . Despite this, the artificial mixtures still produced divergences beyond the MAB for concentrations above 0.4% MeOH and 2% EtOH, due to the side-effects of the oxidation process. Conversely, we could not establish a clear threshold for natural samples based on estimated contaminant concentration (Fig. 4) . Although the concentrations of C 2+ alcohols remaining after MCM operation were higher in the natural samples than in the mixtures, the spectral interference was significantly lower in the samples. This could be attributed to a limited interference of other C 2+ alcohols as compared to EtOH.
We also tested the possibility of applying the post-processing correction to samples previously treated by micro-combustion to improve the performance of the MCM. The post-processing correction, however, apparently overcorrected the isotopic values, with the exception of highly contaminated samples with residual 
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MeOH (see Fig. 2g,h ). The MCM was designed to remove the spectral interference of organic compounds at low concentrations. In samples with high concentrations of contaminants (e.g. EtOH dilutions) the organic interference is effectively removed by the MCM, but at the expense of altering the isotope composition of water. Hence, although post-processing may still correct the spectral interferences caused by remaining alcohols after MCM operation, the resulting 'corrected' values will be those of the isotopically altered water. The development of an integrated post-processing correction would thus be advisable (e.g. considering spectral information before and after MCM operation) as a way to account for changes in water isotope composition caused by the MCM.
Spectral post-processing outperforms previously proposed empirical corrections
Previous studies have proposed correction curves as a function of the degree of contaminant concentration (Brand et al., 2009; Schultz et al., 2011; Leen et al., 2012) . Schultz et al. (2011) a more suitable alternative than the correction based on organic concentrations in samples. In spite of this, corrections based on estimated MeOH concentrations still improved the accuracy of isotopic records, but the calibrations performed with the EtOH dilutions did not work well for natural samples. This could be due to the fact that MeOH concentration can be specifically quantified based on a well-defined peak, whereas EtOH produces mainly a baseline drift in the spectra, and is measured together with a pool of longchain alcohols. Similarly, Brand et al. (2009) found no relationship between EtOH concentration and d-value in wine due to interference from contaminants such as MeOH, phenols and organic acids.
Concluding remarks
According to our results, the post-processing correction of isotope values based on spectral analyses significantly improves the performance of IRIS in soil and xylem samples, thus allowing detailed ecohydrological studies at a reasonable cost. In particular, differences between IRMS-and IRIS-corrected values fell within reasonable limits in most field-collected samples (> 90%). According to our dilution tests, interferences associated with organic contaminants can be successfully removed with concentrations up to 8% and 0.4% for EtOH and MeOH, respectively. Sample pre-treatment through the MCM slightly outperforms post-processing correction in removing MeOH interference. Nevertheless, for heavily MeOH-contaminated samples, the best results would be obtained combining both methods, which together may be able to correct samples with up to 1.6% MeOH contamination. By contrast, the MCM was not effective in removing EtOH interference: with high concentrations of contaminant the module causes significant changes in the isotope composition of water (particularly strong for d 18 O). Hence, for contaminated samples we generally recommend the adoption of post-processing correction in isotopic analyses, and the use of West AG, Goldsmith GR, Matimati I, Dawson TE. 2011 
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